Small RNA-seq is increasingly being used for profiling of small RNAs. Quantitative characteristics of long RNA-seq have been extensively described, but small RNA-seq involves fundamentally different methods for library preparation, with distinct protocols and technical variations that have not been fully and systematically studied. We report here the results of a study using common references (synthetic RNA pools of defined composition, as well as plasma-derived RNA) to evaluate the accuracy, reproducibility and bias of small RNA-seq library preparation for five distinct protocols and across nine different laboratories. We observed protocol-specific and sequence-specific bias, which was ameliorated using adapters for ligation with randomized end-nucleotides, and computational correction factors. Despite this technical bias, relative quantification using small RNA-seq was remarkably accurate and reproducible, even across multiple laboratories using different methods. These results provide strong evidence for the feasibility of reproducible cross-laboratory small RNA-seq studies, even those involving analysis of data generated using different protocols.
understand the intrinsic performance characteristics of small RNA-seq methodologies. Whereas performance characteristics such as reproducibility and quantitative accuracy have been well-studied for long RNA-seq 30, 31 , further systematic analyses for small RNA-seq are needed, especially across multiple library protocols using well-defined common reference samples. Yet, with the rapid accumulation of small RNA-seq data (e.g., NIH
short-reads archive 32, 33 , EV-associated small RNA sequencing databases [34] [35] [36] , TCGA 37 , the exRNA Atlas, 38 etc.), meaningful, quantitative interpretation of results, especially across different studies, will not be possible without a systematic examination of technical bias, accuracy and reproducibility of small RNA-seq. The analysis of standardized common reference RNA samples, ideally including samples in which "ground truth" of absolute concentrations is known, across multiple laboratories and multiple protocols is critical to such an analysis.
Here, we report a study led by investigators from the NIH-funded Extracellular RNA Communication Consortium (ERCC) 39 involving nine laboratories, which performed a systematic multi-protocol, multiinstitution assessment of the accuracy, reproducibility and technical bias of small RNA-seq using standardized, common reference reagents (i.e., synthetic small RNA pools of defined composition and concentrations, as well as biologically-derived reference RNA). We also sought to identify experimental and computational strategies to reduce the impact of technical bias and protocol-specific effects, in order to improve the accuracy and crossplatform comparability of small RNA-seq results.
Results

Study design and standard reference RNA materials
In order to evaluate the performance of multiple small RNA-seq library preparation protocols across multiple laboratories, we developed a set of standard reference samples for distribution as well as a standardized study design (shown in Figure 1 ). We constructed and distributed to each lab a detailed set of instructions for library preparation and sequencing, along with four reference RNA samples (Supplementary Tables 1 and 2 ): i)
an equimolar pool comprising 1,152 synthetic RNA oligonucleotides, corresponding predominantly to human microRNA sequences, as well as a small proportion of non-microRNA oligonucleotides of varied sequence and length (15-90 nucleotides (nt)); ii) two synthetic small RNA pools, called ratiometric pools A and B, each containing the same 334 synthetic RNAs, but in which subsets of RNAs vary in relative amount between pools A and B by 15 different ratios, ranging from 10:1 to 1:10; and iii) blood plasma RNA isolated from human plasma pooled from 11 individuals.
The common materials were distributed to nine participating research groups (Laurent lab, UCSD; Erle lab, UCSF, Ghiran lab, BIDMC/DFCI; Nolte-'t Hoen lab, UUTR; Freedman lab, UMass; Wang lab, ISB; Galas lab, PNRI; Van Keuren-Jensen lab, TGen and Tewari lab, UMich). Eight groups prepared and sequenced quadruplicate libraries from each of the reference samples using the Illumina TruSeq small RNA kit which is based on ligation of adapters with defined sequences. The TruSeq kit served as a standard reference protocol in this study, allowing for comparison of reproducibility across multiple laboratories. One of the nine groups used a non-Illumina NGS platform (Ion Torrent) and therefore could not generate libraries using the TruSeq protocol.
In addition, all nine groups evaluated one or two additional, alternative small RNA library preparation protocols. The alternative protocols were (i) NEBNext (New England Biolabs) -a widely used protocol using adapters with invariant sequences (i.e., no randomized sequence), (ii) CleanTag (Trilink Biotech) -a protocol using adapters with invariant sequences which are chemically modified to reduce formation of adapter dimers, (iii) NEXTflex (Bioo Scientific) -a commercial protocol incorporating adapters with four randomized nucleotides (i.e., 4N) at each ligating end of the adapters in an effort to reduce sequence bias, and (iv) multiple variations of an in-house protocol that also incorporates adapters with 4N randomized ends. We refer to these in-house protocols collectively as "4N" protocols but, they are not identical and must therefore be evaluated separately. Additional details about library preparation protocols and sequencing platforms used in this study are provided in Supplementary Material.
Sequencing data were all centrally analyzed using the ERCC's exceRpt Small RNA-seq pipeline. This is a publicly available pipeline specifically designed for the analysis of small RNA-seq data (http://genboree.org/theCommons/projects/exrna-tools-may2014/wiki/Small%20RNA-seq%20Pipeline) which uses its own alignment and quantification engine to map and quantify a range of RNAs represented in small RNAseq data, providing RNA abundance estimates from read counts as well as a variety of quality control metrics (Supplementary Table 3 ). The nine participating groups collectively contributed 4.26 billion reads, corresponding to sequence data from 297 independent libraries (Figure 1 ). Of these, 286 (96%) satisfied minimum quality criteria (see Sample Filtering section of the Methods for details of QC criteria) and were taken forward for the analyses described below. Unless specifically noted otherwise, in the analysis of equimolar pool libraries, NEXTflex Lab 8 data was excluded due to inadequate read coverage in a majority of libraries. FASTQ files for RNA-seq data, as well as any processed files used in this study are available on GEO at the following link: https://www.ncbi.nlm.nih.gov/geo/query/acc.cgi?token=whipakmajrwprcv&acc=GSE94586
Characterization of sequence-specific bias of Small RNA-seq protocols
Prior studies of small RNA-seq have revealed that there can be significant sequence-specific bias which appears to originate largely during library preparation 4, [40] [41] [42] . However this bias has not been characterized systematically across multiple labs using both standardized and divergent protocols and with common synthetic reference reagents. In this study the equimolar reference pool of 1,152 synthetic RNAs was sequenced by all laboratories. In subsequent data analysis, we sought to examine the RNAs most relevant to the library preparation protocols used. We therefore focused on a subset of 975 RNAs that are 16 -25 nt in length and 5'-phosphorylated, which are the type of RNAs that the small RNA-seq protocols examined are all designed to sequence. We found that the efficiency of recovery of different RNA sequences varied widely within each protocol examined, confirming that small RNA-seq protocols in use are associated with substantial sequencedependent bias (Figure 2a, 2b) . The recovery of equimolar RNA sequences varied by multiple orders of magnitude across sequences, much more so than the bias reported for long RNA-seq 31 . However, the sequencespecific bias in small RNA-seq was highly reproducible, both within a given protocol across technical replicates and across laboratories using the same protocol, as evident in results from the standardized TruSeq Illumina protocol carried out by multiple laboratories (Figure 2a) .
We observed that the libraries prepared by the different participant labs clustered into four groups Consistent with this result, when we selected the ten most overrepresented and underrepresented sequences for each library preparation protocol, these varied widely between protocols (Supplementary Figure 1) .
Although all library preparation protocols exhibited bias, protocols using randomized adapters showed less bias, as shown by a smaller variation in read abundance across sequences (Figure 2b) . As one measure of this, we calculated the median percentage of sequences with a number of reads (i.e., counts per million) more than ten times above or below the expected value, for each of the protocols. This ranged from 41%-56% for all the protocols using adapters with defined sequences (TruSeq: 41%; CleanTag: 54% and NEBNext: 56%), whereas it ranged from 5%-23% for protocols using adapters with randomized nucleotides (4N_A: 8%; 4N_B: 5%; 4N_C: 12%; 4N_D: 22%, 4N_Xu: 7% and 4N_NEXTflex: 17%) (Figure 2c ). Also consistent with a reduction in bias using randomized adapters, the 4N in-house protocols showed fewer missing sequences from the equimolar pool as compared to the other protocols (Supplementary Table 4 ). This was also evident when downsampling of datasets was performed so that the same number of total sequencing reads could be compared across protocols, at varying sequencing depths (Supplementary Figure 2) .
We also sought to assess the degree to which the small RNA cloning biases are reproducible across labs using the same or different protocols, by examining the rank-order of RNA sequence abundance. To see if the rank-order of miRNA abundance was preserved, we calculated Spearman rank correlations for the equimolar pool counts between labs/protocols. As depicted in the heatmap (Supplementary Figure 3) (Figure 3) . We performed an additional analysis of the data using standard differential expression analysis to determine the smallest fold-difference in abundance that could be distinguished using small RNA-seq methods. We observed that in most datasets (i.e., for most protocols), the majority of miRNAs present at a fold difference of as little as 1.5-fold between the two samples could be detected as differentially abundant (Supplementary Figure 4) . As shown in Supplementary Table 5 , all the evaluated protocols were remarkably accurate in this sense, in spite of their inherent sequence-specific bias. It is interesting that even the protocols associated with the highest bias (i.e. protocols using adaptors with defined sequences) were demonstrably accurate in most relative quantifications.
Much as we had done for the synthetic equimolar pool, we also used sequencing data from our ratiometric pools SynthA and SynthB to assess the degree to which small RNA cloning biases are reproducible across labs using the same or different protocols, by examining the rank-order of RNA sequence abundance.
Taking a general overview of the Spearman rank correlations results obtained for the SynthA and SynthB samples, the results were essentially the same as for the equimolar pool: the correlation was strong when using the same protocol, but weaker across different protocols (Figure 4c) . In contrast, when we analyzed the concordance of the obtained ratios SynthA/SynthB (Figure 4c ), we found a very strong correlation between labs not only when using the same protocol, but also across different protocols, further confirming that the relative quantification is not subject to substantial protocol-specific confounding effects [Lib. method: (Figure 4a ). We also evaluated the intra-lab variation from technical replicates of sequencing the SynthA and SynthB libraries.
The calculated %CV and QCD values were similar to those observed for the equimolar libraries (Supplementary Figure 5) .
In addition to assessing within-lab reproducibility of technical replicates, we were able to characterize reproducibility of small RNA-seq across laboratories because a standardized small RNA-seq protocol (i.e., TruSeq) to be followed by multiple groups was included in the study design. 
Performance of small RNA-seq protocols using biological samples
We also sought to characterize performance of small RNA-seq protocols across labs using standard reference RNA derived from biological material, since factors such as greater complexity of both RNA species and of the biological matrix in which they are present, could produce differing results from those obtained using synthetic reference RNAs. Whereas synthetic reference RNA pools are made to have a defined composition and concentration of RNA species, for biological samples the "ground truth" is not directly known and therefore technical bias and accuracy of small RNA-seq protocols cannot be readily determined. However, sequencing of standardized biological material across labs and protocols can allow evaluation of reproducibility, as well as of diversity of microRNA sequences recovered by different protocols. In order to perform this analysis, we used RNA extracted from a pool of human blood plasma from 11 donors as a standardized reference sample.
Aliquots of the extracted RNA were shipped to the participating labs for sequencing in quadruplicate using the same protocols as used for synthetic pools above (i.e., standardized TruSeq protocol as well as one or two alternative protocols run by each lab, unless indicated otherwise). We focused our analysis of sequencing data on microRNAs, since these are a well-characterized class of small RNAs 43 that have been extensively studied in human plasma 44 .
In order to evaluate the reproducibility of a given protocol within a lab, we analyzed the four plasma technical replicates available within each lab using each particular protocol. In a heatmap clustering analysis of the comprehensive plasma RNA sequencing results (filtered to require a minimum CPM for analysis, as detailed in the legend for Figure 5a ), technical replicates of the same protocol clustered together (Figure 5a ). We quantified the intra-lab reproducibility of plasma small RNA-seq for each protocol using %CV and QCD calculated for individual miRNA sequences across replicates (Figure 5b ). The median %CV across the range of miRNAs analyzed ranged from 9% -25% for different protocols. This degree of reproducibility was comparable to that observed in small RNAseq of synthetic reference pool RNA using different protocols, as described earlier (Figure 4 Next we evaluated the reproducibility of plasma sequencing between labs by examining data generated by multiple groups using the TruSeq protocol. Results obtained with the same protocol across labs clustered together in the heatmap representation of all the data (Figure 5a ). The median variability across lab measured using %CV was < 33.17% (top/bottom 2%: 11.54, 101.84; n=8) and measured using QCD was 0.19 (top/bottom 2%: 0.04, 0.60; n=8) ( Figure 5c ). The reproducibility of small RNA-seq using RNA isolated from biological samples was therefore comparable to that observed using the synthetic reference RNA samples above.
In order to study potential differences between protocols with respect to the diversity of microRNA sequences recovered from the standard reference plasma RNA, we performed an analysis of the number of miRNAs detected by each protocol, in which we aggregated in-house 4N-type protocols into one group for the sake of comparison. We carried out this analysis using downsampling of datasets so that the same number of total mature miRNA-mapping reads could be compared across protocols, at varying sequencing depths. We found protocols using randomized end-sequence adapters recovered a significantly larger number of microRNAs than those using defined adapter sequences (Figure 5d ). In addition, an indirect assessment of miRNA diversity (i.e., % of total reads accounted for by the 10 most abundant miRNAs) was consistent with the conclusion that 4N protocols generate a more diverse profile of microRNAs (Supplementary Figure 6) .
Testing a computational strategy for making data comparable across protocols by calculating protocolspecific bias correction factors
The protocol-specific biases highlighted by our analysis of the equimolar synthetic RNA pool sequencing data represent a significant potential barrier to cross-platform data comparison and integration, especially for applications going beyond relative quantification between samples. However, we observed that the sequence-specific bias is reproducible within a given protocol and across laboratories. Given this, we investigated whether datasets from equimolar synthetic RNA pool sequencing using different protocols could be utilized to calculate between-protocol correction factors for each of the human miRNAs in the synthetic RNA pool. We hypothesized that such correction factors could then be applied to datasets generated using differing library preparation protocols, to create transformed data which could be directly compared for the miRNA species present in the synthetic RNA set.
To generate protocol-specific bias factors across several protocols, it is useful to define one of the protocols as a reference, providing a common comparator to which datasets from other protocols are each corrected to. Here we chose to use our in-house 4N libraries as the reference since these exhibited the least bias and are therefore expected to be closest to ground truth. In order to test this correction factor approach, we chose the TruSeq as the library prep method for which data is to be transformed since as it was the common protocol of the study and we had more sequencing results available. To generate correction factors, we then Figure 7b) . Since perfect correction would result in identical counts, the probability distribution of the absolute differences in log CPMs between a perfectly-corrected sample and the reference would then simply be fully concentrated at 0.
The value of the median of these difference distributions is thus a quantitative indicator of the effectiveness of the correction (Supplementary Figure 7b) .
Finally, to test whether these correction factors derived using the synthetic equimolar pool data could be used to successfully be applied to small RNA-seq data from biological samples, we applied the correction factors to the TruSeq data generated from standard reference plasma RNA. After applying correction factors, we observed that TruSeq data clustered with 4N data and that the expression levels of the corrected TruSeq libraries were significantly closer to the 4N values than their uncorrected counterparts (alternative hypothesis:
true location shift is greater than 0: p-value = 7.00 x 10 -09 ; difference in location 0.522; 95% CI: 0.369 inf) (Figure 6a and 6b) . These findings confirmed the favorable effect of applying this correction strategy to interconvert data generated by different small RNA-seq library preparation methods from biological samples. A full list of correction factors is supplied in Supplementary Table 6 .
Discussion
Striking differences among results from small RNA-seq experiments have been reported by many researchers. Significant sequence-specific bias has been reported and largely attributed to library preparation protocols 4, [40] [41] [42] . This is only one potential source of bias, however, albeit one that is amenable to systematic study. Other sources include more subtle, and difficult to characterize differences that originate in variations in individual laboratory environments and practices. Small RNA-seq differences have not been characterized systematically across multiple labs using different protocols and with common synthetic reference reagents. In a systematic multi-site, multi-protocol study, we designed and profiled three well-characterized synthetic reference RNA sample pools with known amounts of RNAs and a biological plasma RNA pool analyzed in common to evaluate the accuracy, reproducibility, and bias of small RNA-seq methods. The results presented here thus provide a thorough evaluation of the performance of small RNA-seq methodologies, focusing on the potential of using RNA-seq as a quantitative platform. Given the rapid expansion of the use of small RNA-seq in the last few years along with the diversity of protocols, our study comprises an effort towards understanding protocol-specific effects and provides an essential step towards systematic standardization.
Our results have confirmed in a quantitative fashion that small RNA-seq is highly affected by sequencerelated bias 4, [40] [41] [42] 45 which is protocol-dependent. The observed biases are as large as 10 4 -fold with some of the commonly used commercial library preparation protocols. This sequence-dependent bias is stronger than the biases previously reported for long RNA-seq 31 , thus highlighting important differences between the technologies and the challenges involved in small RNA and long RNA sequencing. Biases can be particularly vexing when working with low RNA input samples such as biofluids for exRNA analysis, where some low abundance small RNAs may not be reliably detected due to sequence dependent bias.
It is important to note that the in-house protocols used here, which employ adapters containing degenerate bases, reduced the bias on the order of 100-fold. Overall, 4N protocols provided the strongest reduction in the biases. There were, however, differences between the results of 4N protocols using the same adapters. This indicates that there are additional factors in the protocols that affect bias, for example the concentration of PEG in the ligation reactions, time of ligation, etc. Even in the best case with 4N protocols, however, there is still considerable sequence-related bias. This precludes the use of read counts alone for accurate estimation of absolute quantities of diverse small RNAs in a given sample. However, despite the observed biases, we demonstrate clearly here that small RNA-seq is remarkably accurate for relative quantification of small RNA levels, as long as the two samples being compared were subjected to small RNAseq using the same protocols. In this sense, all of the evaluated protocols were able to distinguish samples with as little as 1.5-fold difference in relative abundance of many of the small RNA species examined. This result thus confirms the suitable role of small RNA-seq as a platform for biomarker discovery and other uses that require only relative measurements.
Reproducibility across laboratories is a crucial requirement for any such experimental method for research and clinical applications 46, 47 .
As this can only be tested in extensive comparisons of different sites using standardized protocols and common RNA reference samples, the published small RNA-seq studies to date lack a comprehensive evaluation of reproducibility. To address this issue, we directly evaluated the reproducibility of small RNA-seq both within and between labs in this study. We found that for common protocols small-RNA seq results are remarkably reproducible between labs (%CV ≤ 20% for most of the sequences). This figure is comparable to the %CV reported for "gold standard" techniques such as RTqPCR 48, 49 . Moreover, when comparing relative quantification results obtained by small RNA-seq across institutions the results were strongly correlated even when the centers were using different protocols for relative quantification. Previous work in which RNA isolation was done separately in each lab 30 did not report the high degree of reproducibility we observed, and some of the variation in that study is likely to be attributable to RNA isolation-purification.
The use of synthetic RNAs allowed us uniquely to evaluate bias and accuracy because the "ground truth" was known. Since biological material, with a wide range of RNA and other differences could potentially behave differently from the synthetic RNA reference material, we also characterized reproducibility and diversity of miRNAs captured in a common biological sample. The use of standard reference biologicallyderived RNA isolated from a pool of human plasma in one center allowed us to gauge the range of detectability of RNA sequences by each protocol. We found that the in-house 4N protocols detected a greater diversity of sequences than those protocols using defined-sequence adapters. It is remarkable that for a given protocol the profile obtained for the biological sample was very reproducible between labs.
The extensive, multi-protocol data generated using a common reference synthetic RNA pool enabled us to compute correction factors for a large number of microRNAs, to convert between datasets generated using different library preparation protocols (e.g., TruSeq to 4N). An inherent limitation of this procedure is that no correction was possible for a small subset of microRNAs that were not detected using both library preparation methods. The correction factor process described here can nonetheless provide an effective method for comparing data obtained using different protocols for many microRNAs. In particular, the equimolar synthetic RNA reference pool described here provides a ready reagent that could be used by investigators to generate protocol-specific correction factors for any protocols, including those that may be developed in the future. Note however, that any change in the adaptor sequence or any change in the reaction conditions would require a new set of correction factors be generated. This method could, of course, be extended to any type of RNA species using synthetic forms of the RNA of interest, and potentially using standardized biological samples as well.
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The use of a synthetic equimolar RNA pool allows us to arrange a known, uniform concentration for the synthetic RNAs that is convenient for generating accurate correction factors. In principle, however, correction factors could be obtained using biological RNA samples as long as exactly the same RNA sample was used for cross-protocol comparisons, though some RNAs present at very low abundance in biological material may be subject to greater variation. In addition, the synthetic RNA reference data generated here can enable development of more advanced computational approaches for cross-platform data normalization, beyond the first-generation of inter-protocol correction factors described here. This could include bias corrections within individual library datasets to better estimate the relative abundance of different RNAs within the same sample, which would advance small RNAseq closer to providing information on absolute quantities of small RNAs in a sample.
In summary, the results of this study demonstrate both the limitations and the significant potential of small RNA-seq as a quantitative platform for multi-institutional studies of small RNA biology and biomarker discovery. As new modifications of the technology are developed, we suggest that the kind of cross-platform, cross-laboratory study described here will provide a model and reference data for characterization of additional methods. While there is certainly room for improvement of the technology for small RNA measurement by RNA-seq, our study confirms the reproducibility of small RNA-seq when specific, standardized protocols are carefully followed. It also demonstrates the value of the approach for relative change studies, and the possibility of increasing the cross-platform comparability of RNA level measurements using carefully obtained correction factors.
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Online methods
Experimental methods
Reference samples
A synthetic equimolar pool containing 1,152 synthetic RNA oligos was prepared in an RNase-free environment and working on ice to minimize degradation. Two ratiometric pools, SynthA and SynthB, containing 334 synthetic RNA oligonucleotides also synthesized by IDT (in some cases comprising microRNA and non-microRNA sequences from the set of 190 described above), of which subsets of sequences were present in 15 different varying ratios between the two pools were designed in the coordinating lab (see computational methods). These were also prepared, aliquoted and distributed to the participant centers following the same previously mentioned precautions to avoid RNA degradation. The complete list of sequences comprised in the ratiometric pools as well as their different ratios in SynthA and SynthB are provided in Supplementary Table 2 .
Plasma samples from eleven healthy male donors with age ranging from 21-45 years were obtained and pooled in one of the participating labs (Supplementary protocol 1) . RNA from this pool of plasma was isolated (Supplementary protocol 2), mixed and distributed to the rest of participant centers.
Library preparation and small RNA-seq.
A written guideline for library preparation and sequencing was distributed to all the participant centers .
The input RNA for library preparation was 10 femtomoles for the synthetic pools and 2. in Lab4. For CleanTag 1:20 dilution of the adapters was performed). NEXTflex for Ion Torrent sequencing was performed as described in Supplementary protocol 3. In-house 4N protocols A, B, C and D were performed as described in Supplementary protocol 4-7. 4N_Xu protocol was performed as previously described 48 50 . Size selection was performed using Pippin Prep (in Lab1, Lab2, Lab4 and Lab6 for all the protocols), TBE gels (in Lab3, Lab5 and Lab9 for all the protocols and Lab 8 for TruSeq) or beads (in Lab7 and Lab8 for NEXTflex).
Single-end libraries were sequenced using the Illumina HiSeq 2500 (Lab5, Lab8 and Lab9), Illumina
HiSeq 4000 (Lab1 and Lab4), Illumina NextSeq 500 (Lab2, Lab3 and Lab6) or Ion Torrent (Lab7) platforms.
All labs using Illumina platform sequencers generated 50 bp single-end reads, except for Lab9, which generated 75nt single-end reads. Each laboratory was free to choose the number of samples to pool per lane but a target of at least 8 million reads per library was requested. FASTQ files were uploaded to the Genboree workbench for central data analysis.
Computational methods
Designing Composition of Ratiometric Pools
290 artificial sequences were assigned at random to 8 ratiometric groups (1, 1.5, 2, 3, 4, 5, 8 and 10x) and to either ratiometric SynthA or SynthB. The ratio indicates how much more concentrated the sequence would be in the assigned sample than the other. In other words, a sequence in the 10x pool assigned to SynthA would be pooled at the base concentration in SynthB and at 10 times the base concentration in SynthA. To make groups of approximately equal size, we took 8 sequences at a time and assigned them to the 8 ratiometric groups randomly, without replacement. To ensure the total amount of oligonucleotide was approximately equal in sample A and sample B, an even number of sequences was assigned to each ratiometric group and were distributed equally between sample A and B, using a similar method of equally-distributed random assignment.
The random assignment was performed in Excel and the results are shown in Supplemental Table 2 .
NGS barcode splitting, FASTQ generation and data coordination
High-throughput sequencing, barcode splitting and FASTQ file generation was performed by each of the participating groups independently. FASTQ files were uploaded to the Genboree Workbench for centralized read preprocessing, mapping, read categorization and counting using the ExceRpt small RNA analysis pipeline.
(http://genboree.org/java-bin/workbench.jsp).
Preprocessing, mapping and read counting
FASTQ files for the Equimolar, Ratiometric and Plasma pools were initially processed through the exceRpt small RNA-seq Pipeline (Version 4.3.5), using the batch submission tool. For details on the exceRpt pipeline and the associated processing steps, see the Genboree Workbench documentation (http://genboree.org/theCommons/projects/exrna-tools-may2014/wiki/Small%20RNA-seq%20Pipeline). A brief description of parameters that were changed from the default, or that differed between libraries, is included below.
The exceRpt pipeline was used at the default settings as much as possible. The default setting for adapter trimming is to "auto-detect" and trim the adapter found in each file, and all samples were initially submitted using this functionality. Auto-detection was also used for the 4N libraries, which contain 4nt random sequences at the 5' and 3' ends of the insert sequence; however, the length and position of the random bases was manually entered. The sequence and identity of the adapter identified by the exceRpt pipeline was confirmed in the output files. Any library with a missing or incorrect adapter identified was re-submitted to the exceRpt pipeline, and the correct adapter sequence manually entered. Table 7) . When a SpikeIn file is provided to the exceRpt pipeline, a bowtie2 index is created. Adapter-trimmed and filtered reads are mapped to the spike-in index with bowtie2. The number of reads aligning to each sequence is included in the output, and was used for all downstream analysis for the synthetic pools.
Plasma pool libraries were mapped to hg19 using the STAR alignment algorithm (the default option for exceRpt). Multi-mapping-adjusted read counts from reads mapping to mature miRNAs is provided in the exceRpt pipeline output, and was used for downstream analysis and comparison of the plasma pool libraries.
Sample Filtering
Unless specifically noted in the text, libraries were excluded from the analysis whenever a minimum mapped read count threshold was violated. For the synthetic pools, an average of one million reads mapping to the "spike-in" sequences were required across all replicate libraries. For the plasma pool samples, replicate libraries with fewer than 100,000 miRNA-mapping reads were removed. The entire sample was removed if more than one of the replicate libraries failed to pass the minimum count threshold.
Equimolar Pools Analysis
Read counts for the equimolar (and likewise for the ratiometric pools) were obtained from "calibratormapped.counts" files included in the exceRpt pipeline output for each sample file. Sample-specific information, including the contributing lab, library preparation method and replicate number were associated with the corresponding calibrator count file, and were loaded into R for analysis. A full list of equimolar and ratiometric sequences with additional sequence information was used as a reference to merge counts from all input files and add in zero counts, where needed. Unless specifically mentioned in the text, analysis of ratiometric and equimolar libraries was limited to sequences with a 5'-Phosphate modification, 16-25nt in length. Scaling read counts to counts-per-million was calculated using the total counts from the filtered sequences. For any measurements or comparisons of CPM across labs, CPM values were normalized between labs using the "relative log expression" normalization implemented in the R package, edgeR (calcNormFactors; method="RLE").
Determining Over-represented and Under-represented Sequences.
Equimolar sequences in each replicate library were ranked by abundance, assigning the minimum rank value in case of ties. The 10 top and bottom-ranked sequences were determined by assessing ranks from counts arranged in descending and ascending order, respectively. TruSeq, NEBNext, CleanTag and 4N libraries were each queried for sequences consistently found in the top or bottom 10, as defined by at least 75% agreement among the libraries of at least one method.
Ratiometric Pools Analysis.
Ratiometric pool counts were initially processed along with the equimolar pool counts, as described above, keeping read counts for 16-25 nt sequences present in the ratiometric pool input library. The ratio of SynthA : SynthB was calculated as the ratio of the mean CPM across technical replicates in SynthA / SynthB. If the mean CPM in SynthA and SynthB were both 0, the ratio was set to 0.
Ratiometric Pools: Differential Expression.
Independent differential expression workflows were run for each lab and library prep method, following a standard two-group comparison between "A" and "B" ratiometric pools. Normalization, dispersion estimation and differential expression testing was performed using three different R packages: EdgeR, DESeq2 and limma/voom. For EdgeR, dispersion estimates were calculated using the Relative Log Expresion (RLE) method, and significance was calculated based on a likelihood ratio test on the null hypothesis that ratiometric sample B -A = 0. Default settings were used for DESeq2, and significance was calculated based on a Wald Test.
Significance for the limma/voom workflow was based on and empirical Bayes moderated t-test.
Plasma Pools Analysis.
Comparison of plasma pool libraries was limited to mature miRNAs. Read counts for mature miRNAs were taken from "readCounts_miRNAmature_sense.txt" files provided in the exceRpt pipeline output. The read count files and associated metadata for all samples were loaded and merged in R for further analysis. Multimapping-adjusted read counts are calculated as part of the exceRpt pipeline and were used for all comparisons.
The total number of unique reads mapping to miRNAs was taken from ".stats" files provided in the exceRpt pipeline output.
Downsampling Read Counts
The R package, Vegan, was used to simulate random downsampling of Equimolar and Plasma pool count matrices. The Vegan function, drarefy, was used to estimate the probability of detection for each sequence based on random simulations of downsampling to specified levels. For the plasma pools, downsampling was performed to four different levels (10 4 , 10 4.5 , 10 5 and 10 5.5 ). Equimolar pools were downsampled to six different levels (10 6.5 down to 10 4 at half-log intervals). Libraries with read counts below the specified threshold are removed. The probability of each miRNA being detected in all technical replicates of a given sample was calculated as the product of the probability estimates for the individual replicates.
Inter-protocol Bias Correction Factors: Estimation.
Equimolar pool samples were processed through the exceRpt pipeline using the same input parameters as the plasma pool libraries, in order to obtain multi-mapping, scaled read counts for mature miRNAs that were directly comparable to the plasma pool counts. Differential expression analyses were performed using the mature miRNA read counts for the equimolar pool samples, and scaling factors were taken from the resulting log2 fold-change estimates. For details on limma and voom functionality and the parameters used, see the documentation for the limma package.
To summarize: scaling factors were calculated for each pair of library prep. methods using the following workflow:
1. Filter out miRNAs with 0 counts in any library: For the subset of samples being tested, scaling factors are only calculated for miRNAs having at least one count in every sample of the two methods being tested.
2. Prepare miRNA count matrices for linear modeling: Use the R package, voom, to calculate precision weight estimates and normalize data to allow count data to be analyzed appropriately using the limma package. Normalization is also performed between samples such that the median miRNA expression value is the same in all samples.
3. Fit miRNA-wise linear models to account for batch (lab) effect: The lmFit function from the limma package is used to fit linear models for each miRNA, estimating coefficients for each lab+library prep method. The coefficients represent the differences in expression for each miRNA between each lab+library prep method.
4. Estimate the log fold change between the two methods for each miRNA: Use the fitted model to calculate for each miRNA the average expression estimated using the method A coefficients -the average expression estimate for the method B coefficients.
The R packages limma/voom were used for read count normalization and differential expression estimates, using standard workflows suggested for RNAseq data to account for batch (lab) effects, and then testing for the main effect of the library prep methods. For each pairwise comparison of library preparation methods, equimolar pool counts matrices were extracted and only miRNAs with >= 1 read count in all samples of both methods were kept for analysis. After filtering, voom was used to normalize the count data and calculate precision weight estimates that allow count data to be appropriately tested with the linear modeling schema used in the limma package. Voom was run with the default parameters, except that read counts were additionally normalized between arrays using the "scale" method, which adjusts read counts such that the median miRNA expression value is the same in all labs. The voom-transformed data was supplied to the limma lmFit function, along with a design matrix indicating the coefficients to be estimated. Initially, coefficients were estimated for each lab+library prep method in order to model batch/lab-specific effects. The main effect of the library prep method was then calculated as the average effect of method 1 -method 2. A contrasts matrix was generated and supplied, with the fitted model, to the contrasts.fit function, followed by an empirical Bayes function to estimate the resulting statistics for each miRNA. Log 2 fold-change estimates, along with 95% CI were obtained from these estimates.
Inter-protocol Bias Correction Factors: Applying corrections
The equimolar pool-derived, inter-protocol bias correction factors were applied to the corresponding plasma pool samples for testing. To apply the correction factors, count matrices for the subset of plasma pool and corrected (light grey) TruSeq plasma data, relative to the 4N reference, as observed in data from each lab.
For each lab, the average log 2 CPM was calculated for every sequence before and after correction, and the absolute difference was calculated from the average log 2 CPM measured across all in-house 4N libraries.
Wilcoxon rank-sum tests were used to test whether the distribution of the untransformed values versus the 4N reference were significantly higher than that of the transformed values versus reference. P-values for each test are indicated above each plot. The "Aggregate" plot is a boxplot representation and test corresponding to the aggregate data shown in 6b. 
